[Evaluation of implantation of a cancer chemotherapeutic vascular access device: report of 91 cases].
Between April 1984 and December 1990, 91 patients with advanced cancer were implanted with vascular-access-devices 97 times. The results were as follows. When the patients were divided into two groups according to the implantation, namely the earlier (until December 1986) and later (from January 1987) periods, the earlier patency rate was higher than later due to improvement of instruments and progress in the implantation technique. There was no significant difference in the rate of patency or complications between the abdominal and femoral method, but the femoral method had some subcutaneous hematomas. The direct femoral pathway is less invasive, correct and effectively therapeutic method.